Abstract-A passive remote-sensing method is proposed for the measurementof the eleetric-field distribution within a biological sample. The instrument analyzes the intermodulation spectrum reradiated by a diode imbedded within the sample exposed to a dual-frequency illumination. Experimental results in a waveguide system indkate that the relative intensities of the intermodulation products are a unique function of the field intensity at the diode. Theseresults are also nsedto determine the basic scattering properties of the diode. A low-power free-space apparatus k described which exposesthe principal problem associated with this method: the inadvertent generation of intermwhdation frequencies. Isolation techniques are described which eliminate this problem. Finally, an analysis of a complete system shows that at 910 MHz fields can be measured in 4.0 cm of soft tissue, tan d = 0.5, without exceeding an incident power densit y of 10 mW/cm2.
I. INTRODUCTION O NE of the recurring problems in the study of the effect of electromagnetic fields upon biological structures is the determination of the fields at any point within the structure [1] . The usual experimental method is to measure the field directly by inserting detecting diodes within the sample and determining the rectified current by externally connected high-resistance leads. The major problem with the directly inserted detecting diode is the effect of the interconnecting leads upon the distribution of the field. In general, there is no positive way of inferring the effect of the leads on the field distribution.
In this paper we propose a new method, which eliminates connecting wires, for experimentally determining the interior field. The method consists of imbedding an isolated diode in the biological sample and measuring the local field by relying upon the unique reradiating characteristics of the diode. The basic thesis can be presented in the following form. Consider a diode placed in the field of a multifrequency electromagnetic source. The scattered energy from the diode would contain frequency components, other than those generated by the source, due to the inherent nonlinearity.
The basic thesis is that the relative magnitudes of these components are uniquely related to the field intensity by the diode nonlinearity. Thus, by measuring amplitudes of the diode-generated frequency components, one can determine the field intensity. If the diode were now implanted in the biological specimen, the field at the implanting point would likewise be determined. Manuscript reeeived February 24, 1975; revised February 13, 1976 In this paper we shall first determine the theoretical amplitudes of the intermodulation products generated by a diode illuminated by a dual-frequency source, and then describe experiments in both waveguide and free space which support the basic thesis and provide values of the scattering parameters for the design of a suitable instrument.
THEORETICAL ANALYSIS
The first part of this section establishes the scattered spectrum when the diode is illuminated by two sources with a small frequency difference. It will be shown that this spectrum contains intermodulation products whose amplitude ratios are unambiguously related to the intensity of the illuminating waves. The second part of this section derives a system equation which relates the observed scattered power to a simplified geometry and the characteristics of the diode. 
is introduced into the power-series expansion for the diode
After considerable manipulation, it maybe shown that the diode current has frequency components symmetrically clustered about O, OC + co~/2, 2coC + Om, 3coc + 30+J2, etc. A typical spectral cluster, that centered about coC+ co~/2, is shown in Fig. 1 . Thk particular cluster is the most important one because its individual components result from the lowest order terms of the power series, and, f, = 4.0 Hz, f, = 5.0 Hz, and (3) is solved by assuming a value for I(t) and using Newton's method. The calculation is iterated for 10 steps and the result is I(t). The Fourier series for I(t) is then formed to determine the amplitude of the frequency components as a function of the voltage Vo.
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The resulting data appear in Fig. 2 , which is a graph of the amplitudes of the components as a function of the amplitude of the applied voltage. At high levels of excitation, all curves tend toward a linear dependence upon the exciting level. As the level is decreased, the dc curve tends toward square law. The strongest interrnodulation product, roC + 2co~, tends toward third order and the next important product, (0= + 3mm, tends toward fifth order. These results are related to the power-series expansion in that the coefficients of the third-and fifth-order terms determine the amplitudes of the important intermodulation products at low levels.
The measurement of the interior fields is based upon the observation of the power ratio of the two strongest intermodtdation products (Fig. 3) . The most useful region is the low-level one in which there is a strong dependence of the observed ratio, Pmc+ 2wm/P@c + Sore, upon the illuminating field. At high levels the ratio shows a distinct peak in the region of -17 dB, and as the field intensity decreases the ratio rises at a rapid rate. This unexpected peak has also been reported [3] . For observations at high levels, an ambiquity would be present which can be eliminated by tion is developed by means of the simplified geometry shown in Fig. 4 . It is assumed that a source is located in a lossless medium at a distance RI from a planar interface. The scattering diode is imbedded in the lossy biological medium at a distance R2 from the interface. The incident energy is presumed to arrive at normal incidence. It is assumed that the biological object is large compared to the wavelength and that the distances RI and R2 are also large compared to the wavelength. The development resembles the derivation of the radar equation. Assume that the total radiated power at the base frequencies is P and is directed into an antenna of gain G.
The incident power density at the interface is given by (4) where E.~is the amplitude of the incident wave at the interface and g,l = l/ql. On the right-hand side of the interface, the transmitted power density is P E012 t12 =~Izlzlzgrz (5) where Z12 is the transmission coefficient for a source in region 1, and g,z = Re (l/qz). Eliminating E012 from (4) and (5), we obtain a bridging relation between the power densities on both sides of the interface
In terms of the power of the source 't"=(%)("'''2%)
The power density at the diode is affected by both the attenuation of the medium a and the inverse R2 dependence
The N/; term interface. The from behind
arises from the bending of the rays at the wavefronts in medium 2 appear to originate the actual source. Thus the intensity in medium 2 decreases more slowly than in medium 1, The results of a more precise analysis [4] , which includes losses, shows that for biological media, the lossless approximation is adequate. A more exact analysis would also involve the solution of a boundary-value problem with a spherical wavefront at the interface. The inverse R2 dependence of (8) should be viewed as a heuristic attempt to obtain a simple expression for first-order calculations. This viewpoint is further justified when the complicated nature of most biological materials is considered.
The scattering of the diode is expressed by a factor 'y., which represents the ratio of the total isotropic scattered power at the intermodulation frequency to the incident power density at the base frequencies.
The subscript n corresponds to the chosen intermodulation frequency. The diode is now viewed as an isotropic source of strength, y#id. The power density back at the interface is
By means of the bridging relation (6), the transmitted power density on the left of the interface is P _ P*211T2112g,1 tzl -
Back at the antenna, the power density appears as
The 8, term in the denominator accounts for the bending of the rays, now originating in the material, away from the normal at the interface. The apparent source is now closer to the interface.
By applying the concept of a receiving aperture, the relation between receiving aperture and gain, and inserting (8) the ratio of received power P,,n to the transmitted P, becomes In summary, the first term y. represents the conversion efficiency; the ratio of the total isotropically radiated power at the scattered intermodulation frequencies due to the power density at the base frequencies.
The next term accounts for the reflections at the interface. The term involving the distances describes both the inverse R2 effect as well as the attenuation of the lossy medium, and the final term is the result of applying the concepts of gain and receiving aperture.
From (12) we also see that observation of a single intermodulation frequency is insuiiicient to determine the field intensity at the diode scatterer. With a single frequency observation, the field can be determined only if the trans-mission loss due to interface reflections and attenuation is known. In general, it is not possible to determine this loss for complicated structures. However, when two closely spaced intermodulatjon frequencies are observed, the transmission loss is nearly the same for both frequencies.
In forming the observed power ratio
r,n+ 1 7.+1 path loss factors common to both intermodulation products are cancelled. Therefore, (12a) is a function only of the electric field at the diode, the 1-V characteristic of the diode, and the loading effect of the tissue medium.
System calibration for a muhitissue biological scatterer is accomplished in the following way. The diode is embedded deep within a phantom of one of the tissues. A simple shape is chosen so that the interior field is known. P,,./P,,. + 1 is measured as a function of the electric field at the diode.
The procedure is repeated for another tissue of the biological scatterer. In this way, the effects of tissue loading upon the reradiation factor are determined empirically for each tissue of the scatterer.
If the diode were insulated [5], the response would be independent of the tissue parameters and the foregoing calibration procedure would not be necessary.
III. EXPERIMENTAL TECHNIQUES AND RESULTS
In this section we shall present the results of experiments with a diode in a waveguide instrumentation. At this point, it was decided to proceed with two separate sources and, in effect, to simulate a double-sideband suppressed-carrier incident" signal. The apparatus is shown in Fig. 5 . A klystron producing a signal at f= and a Gunn diode at f= + fm are coupled via isolators and precision attenuators to a hybrid junction. The E arm is used to sample the signals for frequency control and the difference fre- The selected source and reradiated frequencies are shown in Table I . A correlating test was performed at a reradiated frequency of 9550
MHz, OC -co., to check the observation at COC + 2co~.
It was found that the reradiated powers at these low fre- quencies agreed quite well and thus the lower frequencies were ignored. A variety of resistive loads were placed upon the test diode, and it was found that the largest reradiated powers were observed with a short circuit. The principal data are the ratios of the powers at the intermodulation frequency @c + 2co. to those at COC + 30~, which are delineated as P23 (Fig. 6 ). The abscissa represents the input power, with a reference level of -IO dB corresponding to 2.0 mW. At high powers, P23 is relatively constant. In this region, the measurement of P23 is a poor indicator of the power absorbed by the diode. However, as the power level is decreased, P23 increases rapidly. In the region of -20-to -22-dB input power, the slope of P23 versus input power is very large. The inference is that a measurement of P23 in this range would be a very accurate indication of the power incident upon the diode. The trend of the data follows the predicted variation of Fig. 3 . The corresponding data for the next higher frequency ratio P34 are also presented, As the incident power increases, the observation would be shifted to higher prder reradiated signals. The higher order ratios, P67 and P78, have a large dope at these power levels (Fig. 7) ., Thus it would be more accurate to use the higher order ratios for larger input power densities.
Having established the basic thesis that the ratio of reradiated powers is uniquely related to the power incident reradiated power normalized by the incident power density or yn, (12). The value for y" can be inferred from the waveguide experiments, For example, to observe the power ratio P23, it is sufficient to be able to observe P3 since P3
is the weaker of the two signals. From  Fig. 8 In order to determine the problems associated with an instrument which could be used to determine the interior fields of biological samples, a low-powered apparatus was assembled with a horn radiator and a highly sensitive receiver. A block diagram is shown in Fig. 9 , With this instrument, the major problem associated with a measurement of the reradiated signal is the inadvertent generation of these signals within the instrumentation, and the unusual features appearing in Fig. 9 are inserted to solve this problem.
The two sources are delineated by co= and COC + co~.
These are Gunn oscillators which were chosen for their The two frequencies mix in a diode and produce a 25-MHz difference frequency which is phase detected and used to control the frequency OC + co~. In this manner, the two frequencies are separated by 25 MHz and the combination is free to drift as 'toC varies. To insure that the receiver follows this drifting combina~ion, a fraction of the co= + co~signal is extracted by means of a directional coupler and used as the local oscillator of the receiver. The receiver is a double-conversion system in which, a choice of second local oscillators is provided for selecting the 50
MHz, 20~signal or the 75 MHz, 3co~signal. The output of the receiver is in the audio range due to the natural differences of the 25-MHz crystal-controlled oscillator in the phase detector and the crystal-controlled local oscillator in the receiver. The audio difference signal is the second U?
frequency of the double-conversion receiver and the wave analyzer is used as a combination second IF and output indicator. The receiving system has an estimated sensitivity of -136 dBm. To prevent masking signals from being generated in the mixer section of the receiver, a notch filter is placed at the receiver input to insure that the COC signal appearing at the output of the circulator is kept below the level of significant masking signal generation in the mixer diode. A tunable transmission cavity preselector is also inserted in this waveguide line to further suppress undesired signals. 
Two experiments were carried out to test (13). In the first one, the apparatus was adjusted to observe the largest reradiated signal P2. The diode was moved away from the horn until the received signal was at the noise level. The range for this test was"1 m. A 12.O-dB horn was used and 72 was estimated from the waveguide experiments as 1,84. x 10-'0 m2. The calculated value from (13) was observed for the basic diode without any antenna structure. In this manner, the problems associated with the instrument have been explored and it is now possible to consider future, more useful instruments for observing the interior field of biological specimens.
IV. APPLICATION TO BIOLOGICAL MATERIALS
In this section we shall apply the system equation to the problem of determining the interior fields. The results are graphs of implantation depth versus the power required of the source. To obtain these graphs each term in (12) is appropriately evaluated. The scattering parameter is inferred from the previous experimental data, and the biological terms are evaluated by assuming that the biological material can be represented by loss tangents varying between 0.1 and 0.5. The spacing between the antenna and the sample is based upon the far-field criterion.
The first term in the system equation to be considered is the scattering parameter y. The results of the previous waveguide experiments showed that the value of y is a strong function of the incident power density, as it must be in order for the system to function. To estimate how the instrument would function with biological samples, we choose a reasonably small value of y. The lowest observable value in the waveguide experiments was 2.33 x 10-11 mz. This value corresponds to an input power of -10 dBm and was calculated with a receiver sensitivity of -83 dBm. In the free-space instrument, previously described, the minimum detectable signal was estimated at -136 dBm.
Thus a chosen value of y = 2 x 10-i 1 mz is significantly greater than the minimum detectable y of the free-space instrument. This choice introduces a safety margin to allow for significant differences between the y of an unbounded system and the measured y of the waveguide experiment. The next term to be estimated is the transmission parameter, Izlzlz 172~12. The transmission term is related to the intrinsic impedances by where q~is the intrinsic impedance of the lossless medium, and Vz is the intrinsic impedance of the 10SSY medium.
qz is presumed to be complex and can be expressed in terms of a complex dielectric or a conductivity formulation.
qz, is the real part of the complex intrinsic impedance qz.
To obtain an estimate of the reflection effects, we assume that the biological sample can be represented 
The most useful way of viewing the system equation (12) is to consider the implantation depth R2 as the independent variable and solve for the power of the source. The schedule of values for this calculation is presented in Table II. A graph of the implantation depth versus the source power is shown in Fig. 10 . An example of the use of this graph is to consider an experiment for the determination of the field in fat, tan ii = 0.1. At 910 MHz, the field distribution in 20 cm of fat could be determined without exceeding an illuminating density of 10 mW/cm2. For tissues with ahighwater content (tand = 0.5), such as the
